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MATTHEWS TESTING INSTRUMENTS 


MATTHEWS WOODPECKER TELEFAULTS 











For use on telephone, telegraph, signal or power eahle. A simple self-contained instrument 
that will exactly locate water in cables, shorts of all kinds in cables, crosses, grounds, split pairs 
in fact, e\ ervthing except o|jeus. It only uses one dry cell battery, maximum voltage under j 
volts. The tone is like a woodpecker on a pole and does not “noise” up other working pair* 
because of the inductive field created. 


( an also be used as a tone test set, as a howler to make subscribers hang up receivers; for 
locating the path of concealed wires, conduits or pipes either in walls, ceilings or floors. 


1 he 1 ype L Matthews Woodpecker ldefault is held in a neat, strong case, furnished with! 
a carrying strap and water-proof cover. The vibrator, battery, head phone and exploring coil 
are all contained in this box. 
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Shipping 

Description Wt. t 

Type L Telefault complete .. ....... g 

Extra exploring coils ... # ... . 2 

Extra receivers.... . .. 2. 


Net 

Price 

Each 




oo, 


i 


15.00 ;; 

4.001 1 


No batlcrics are furnished. 







































